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  Instructions For Use:

�  Before suction, pls check the suction aspirator is good, and the suction catheter is patency.

�  Prepare the goods which need on the bedside table, explain to the patient.

�  Make the patientís head to one side, and slight bent back. Comatose patient can be opened 

   the mouse by tongue depressor. Clamping the suction catheter and insert it from the mouth 

   to the throat, and insert it slowly to the trachea when the patient inhales. If suction the sputum 

   difficult from the mouth, please change from nasal. Tracheal intubation or tracheostomy 

   patients, can be inserted by intubation or tracheostomy tube.

�  Turn on the suction device switch before insert the suction catheter. But should relax the 

   side hold of the T tube. When the catheter is inserted to a certain depth, it can suction the 

   sputum by closing the side hole. When it working, the catheter should lift slowly from 

   downward to upward, and rotate left and right for suction cleanly. Avoid work one place or 

   lift upward and downward directly, it will cause the mucous coat hurt. After taking out the 

   catheter, should suction the water to clean the catheter, avoid block the catheter. 

   Turn off the device.

�  Suction sputum not over 15s every time (clean the nasal and the mouth after suction). 

    And check if any hurt on mucous coat. Please change new sterilized suction catheter every 

   time before suction. Tracheostomy patients should pay more attention to aseptic operation.

�  Increase the oxygen concentration before and after suction. Observe the patient before, 

   during and after suction, stop operation immediately if any uncomfortable.
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Item No.

Name of parts for Suction Catheter

1

2

1
2

Connector

Tube

PVC

PVC

Name

Suction Catheter

Material

Features:

•  Material: non-toxic medical PVC.

•  Smooth and transparent tube (or frosted tube).

•  Rounded opened distal end.

•  Size: 6Fr, 8Fr, 10Fr, 12Fr, 14Fr, 16Fr, 18Fr, 20Fr, 22Fr. 

•  Color-coded for identify different sizes.

•  Connector: 5 types.
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Light green

Light blue

Black

White

Emerald green

Orange

Red

Yellow

Blue

Color

41-6-13A

41-8-13A

41-10-13A

41-12-13A

41-14-13A

41-16-13A

41-18-13A

41-20-13A

41-22-13A

RefSize

6Fr

8Fr

10Fr

12Fr

14Fr

16Fr

18Fr

20Fr

22Fr

plain type cap-cone T type

Y type tran                                 Y type



Caution:

1. Read instruction for use before using the device.

2. This product is sterilized for single use only, discard after single use. Please do not repeat 

    sterilization, do not clean, do not use it once again.

3. Should be used the product immediately after opening the individual package, please 

    destroy when it was used.

4. Do not use it if the inner package has been previously opened or damaged, or package be 

    affected with damp, or the product went moldy.

5. Do not use after expiry date. If over the expiry date, please discard it.

6. Sterile by ETO. Single use only. Latex free.

Storage: 

Store in a cool, dry and dark place. Avoid direct sunlight.
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