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Disposable Blood Transfusion Set




[1i] Instructions For Use:

Check valid period and completeness of product before use.

Open the package from the peel side and take out the product.

Take off the protective cap, close the flow regulator and insert the spike into the blood bag.
Fix the cone fitting with the needle firmly to make sure there is no blood leakage.

Release the flow regulator, the blood flows into the tube and exhaust air completely,

close the flow regulator.

Operate normal venous puncture, open the flow regulator and do blood transfusion

as required.

After transfusion, pull out the needle and insert it into the empty bottle which has done
the transfusion before.

In the disposal treatment room, burn the blood transfusion set in the special collect bag,
or soak the product into the disinfection solution for 60 mins and send to special site to do

harmless treatment.

Features:

Luer lock or luer slip.

With or without latex injection site.

With fixed needle.

With air vent.

Good roller clamp for better flow control.
Good smooth filter mesh preventing clog.

Sharp spike suit for all standard blood collection and transfer bags.



Name of parts for Blood Transfusion Set

Blood Transfusion Set

Item No. Name Material
1 Spike protector PP
2 Spike ABS
3 Air-vent cap PVC
4 Air filter PP/nonwoven
5 Drip chamber PVC
6 Fluid filter Nylon net
7 Flow regulator ABS/PE
8 Tube PVC
9 Injection site Latex-free/latex
10 Luer lock or luer slip connector ABS
11 Needle hub PE
12 Needle Stainless steel
13 Needle protector PP
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Type Needle Ref

Luer slip 18Gx1 1/2 60-1-15A

Luer lock 18Gx1 1/2 173-1-15A

: 7— Luer Lock 18Gx1 1/2 173-1-15A/0

Caution:

1. Read instruction for use before using the device.

2. This product is sterilized for single use only, discard after single use. Please do not repeat
sterilization, do not clean, do not use it once again.

3. Should be used the product immediately after opening the individual package, please
destroy when it was used.

4. Do not use it if the inner package has been previously opened or damaged, or package be
affected with damp, or the product went moldy.

5. Do not use after expiry date. If over the expiry date, please discard it.

6. Sterile by ETO. Single use only.

Storage:

Store in a cool, dry and dark place. Avoid direct sunlight.
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